Relative performance test of hollow fiber dialyzers.
While a number of different hollow fiber dialyzers are on the market today, the present author studied three of the cellulosic membrane dialyzers, SD-1, CF-1500 and K-102, as to their dialysance, solutes removal rate, UFR and blood residue characteristics. In order to compare these characteristics due to the difference of the membrane and the structural geometry of the dialyzers, the test results were analysed by means of analyses of variance.